The infrared absorption spectra, from 1 to 15 micron s, of I-b u tene, 2-methylpropene (isobutene) , cis-2-bu tene, trans-2-butene, and 1,3-butadiene have been recorded in the liquid phase under p ress ures suffi cient to liquify t hem at room temperature.
Introduction
One of Lh e factors limiting the accuracy of th e analysis of mixtures of the butenes and butadiene has been the difficulty of obtaining a sample for analysis in the vapor phase that is representative of the composiLion of the liquid in the "bomb" in which samples from liquid plant str eams are collected . This difficulty r esults from Lhe variable partial fractionation t hat takes place on vaporization. l Th e difficulLy might be largely eliminated in the case of infrared spectrometric analysis by the use of absorpLion cells for liquids that are tight at pressures high enough to permit analysis of the liquid at room temperature, based on spectra of the pure constituents in the liquid phase.
Cells for liquids, with rock-salt windows, tested to 35 Ib/in. 2 gage, have been described by the present authors.2
The spectra of five of the constituents of such mixtures, I-butene, 2-methylpropene, cis-2-buten e, trans-2-butene and 1,3-butadiene have been recorded in the liquid phase from 2 to 15 J1. wi th an N aCl prism and from 1 to 4.2 J1. with an LiF prism .
The spectra of these h ydrocarbons in Lh e liquid phase apparently have not previollsly been re-
II. The Spectrometer
The instrument used was a model 12B PerkinElmcr infrared absorption spectrometer. The direct-current th ermocouple signal was fed Lhrough a General Motors brea]mr-Lype amplifier to a Brown Electronik strip ch art recorder, operating on a stabilized-power s upply . The Globar source was operated at about 210 watts from a separate stabilizer.
Prisms of N aCI and LiF were used in the present work.
The peak-to-p eak elecLrical noi se, a facLor affecting the photometric accurac~r , h as been r educed to about ± 1 percent at a sensitivi ty of 0.1 jJ.V for full scale on the char t. 4 In normal operation, as for th e present work, the sensitivity is reduced Lo 0.6J1.v for full scale, and th e slits are cha nged manually in steps according to a sch edule des igned to keep th e background energy between 40 and 90 on the linear ch art scale. The spectrum is scanned from long toward short 3 Ca talog or Infra red Spectral Da t a issued by tbe American P etroleum Institute R esearch Project 44 a t the National Bureau or Stand ards.
• E . Carroll Crcitz, Analy tical Chemistry 20, 707 (1948 ) .
I L wavelengths at from 1 to 8 minutes per revolution of the wavelength micrometer drum, the lower rates being used at short wavelengths where the resolution is affected by the speed of scanning, and where water vapor or carbon dioxide absorptions appear in the background. These absorptions are reduced by flushing the spectrometer housings with dry nitrogen. The background record and sample absorp tion are recorded success ivel y for each sec tion of the spectrum without changing the slit. A slight overlap between sections provides good continuity of photometric values from section to section at different slit settings. Adjustment for the energy absorbed and reflected by the cell windows was made by the use of blank cells (a double thickness single window for the liquids), and the effects of stray energy have been minimized by the use of glass and LiF shutters.
The wavelengths of sharp bands are accurate to between 0.01 and 0.02 /-I and adjacent relative values of percentage transmittance to about 1 percent except when occasional departures from linearity of the zero drift may result in absolute errors of as much as 5 percent or errors in relative values between the ends and the central portion of a section of spectrum of a like amount. The magnitude and departures from linearity of the zero drift were minimized by automatically maintaining the air temperature at the spectrometer constant to ± 0.2 deg O.
The r esolution attained under the present conditions r epresents a definite improvem ent, in the 2-to 6-/-1 range, over that attained by instruments from which spectra for the compounds studied have been made available to the present time by American P etroleum Institute R esearch Project 44 (see foo tnote 3).
III. Source and Purity of the Butenes and Butadiene
The I-butene, 2-methylpropene, cis-2-butene, and trans-2-butene were Phillips Petroleum Oompany's Research Grade, certified by this Bureau from m easurements of freezing points, as having th e following purities r espectively : 99 .88± 0.2 percent, 99.30 ± 0.20 percent, 96.18 ± 0.15 p ercent, and 98.92±0.10 percent.
The 1,3-butadiene was Phillips Research Grade material t h at had b een stored for about 4 years. The material used in this work was purified by 366 two distillations through a dedimerizing column developed at the Sun Oil 00. 5 Subsequent analysis by mass spectrometer showed the following impurities: n-butane, 0.06 p ercent; 2-methylpropane (isobutane) , 0.05 p ercent ; n-propane, 0.05 percent ; propylen e, 0.09 per cent; and total butenes 0.44 percent; totaling 0.69 percent and giving 1,3-butadiene by differ en ce, approximately 99.3 p ercent.
The samples were protected from contamination during m easurement by transfer to th e absorption cells through Ys-in. copper tubing. Oonnections were made with stainless steel cone to brass cylinder fittings and the flow controlled by m etal needle valves with saran packing.6
IV. Procedure for Transferring Sample
The cylinder in which the sample was obtained was fitt ed with an adapter and a n eedle valve to control the flow. N ear the cylinder end of the sample line 'was a tee connecting to a pressure gage. The other end was connected to one side of the cell. A n eedle valve was connected to the other side of the cell, the outlet of the valve being connected to a tube leading to an air exhaust vent or through a drying trap to a water aspirator pump as r equired.
With the needle valve at the cell outlet connected to the pump and that near the cylinder open, the cell and line up to the cylinder valve were evacuated. Both needle valves were then closed , the cylinder valve opened , and vapor admitted to the line and cell by opening slightly the needle valve near the cylinder. Evacuation and filling were p erform ed three t imes, after 'which the cell outlet valve was connected to th e vent. The temperature of the cylinder and gage were raised slightly by radiation from an electric lamp with reflector until the pressure of the vapor was sufficient to produce condensation in the cell at the existing temperature. Bubbles wer e vented through the outlet n eedle valve until the cell filled completely and remained so. Of course when analyzing liquid samples of mixtures from plant streams the connection to th e sample container would b e made at the bottom and the entire line and cell filled with liquid, no vapor phase being present between container and cell.
' J ames L. Jezl and Charles P . lla bJitzel, Analytical Chern. 21, 1046 (1949l. 6 Connections and needle valves de,'eloped a t ibis Dureau by H . F. Stirn· son. Unpublished.
The connecting tubing was sufficiently flexible to permit ready int erchange of the filled cell and the blank cell in the spectrometer ways. The t emperature recorded was that of the air at the spec trometer at the time of recording the spectrum. Spectra were initially recorded at 25.2 0 C, but, when it was found that the vapor pressure of the lower boiling samples exceeded the safe cell pressure at that temperature, the air temperature was set at about 21.6 0 C where the remainder of the work was done.
V. Results
Observed transmittances in percentage have been plotted with respec t to wavelengths and wave number, and the resulting spectrograms ar e presented in pairs i n figures 1 to 10, liquid and vapor spectra for each substance b eing adjacent to fa cilitate comparison.
Cells of three different thicknesses were used for Lhe liquid samples, and tl11'ee or more pressures wer e used in the case of the vapor samples. This placed most of the transmittance minima between 20 and 80 per cent with one cell or another.
Differences, the significa nce of which will not be considercd in this paper, appear between the Infrared Spectra of Liquid Butenes liquid and vapor spectra of each sample. In general the spectrum of the liquid appears to b e simpler than that of the vapor, and in numerous instances the m ember of shorter wavelength of what appears as a doublet in the vapor sp ec trum is much weaker or missing in the spec Lrum of the liquid. However , there appear to be a few instances in which the member of shor te r wavelength is stronger in the liquid than in the vapor.
The band at 14.8 J.L in liquid trans-2-buten e but not in the vapor ( fig. 4) , is undoubtedly the result of absorption by the cis-isomer , which has its strongest absorption at this wavelength .
Since it boils at a higher temperature than the trans-isomer, it could be .expected to b e present in higher concentration in the liquid than in the vapor phase of trans-2-butene. The observed intensity of the band is in go od agreem ent with Lhe probable concentration (1 %) of the cis-isomer in the sample.
The different intensities of the several components of t h e C-H band resolved by the LiF prism in the sp ectra of the liquid as compared with those of the vapor may be of interest in conn ection with the use of this band for analytical purposes, as reported by Saier and Coggeshall.7 , 
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